
 

 

 

ThinPrep® Cervical Screening Test – Instructions for specimen 

collection 

Plastic Spatula and Endocervical Brush Protocol 

• Note expiry date on sample collection vial. 

• Do not use expired vials or vials with less than 6 weeks expiry. 

• Prepare all equipment before starting the procedure. 

• Ensure the entire plastic seal is removed from the lid of the vial and discarded. 

• Remove the lid from the vial before taking the sample. 

• If lubrication of the speculum is required, please use warm water. The use of lubricant may interfere with pathology 

tests. However, if necessary a small amount of water-soluble carbomer-free lubricant should be applied sparingly to 

the outer/lateral blades of the speculum, avoiding the tip. 

• Do not use an endocervical brush during pregnancy. 

• Do not use an endocervical brush in isolation. 

• Do not detach any sampling device heads in to the vial. 

 

 

  



  

 

Cervical Sampler Broom Protocol 

• Note expiry date on sample collection vial. Do not use expired vials or vials with less than 6 weeks expiry. 

• Prepare all equipment before starting the procedure. 

• Ensure the entire plastic seal is removed from the lid of the vial and discarded. 

• Remove the lid from the vial before taking the sample. 

• If lubrication of the speculum is required, please use warm water. 

• The use of lubricant may interfere with pathology tests. However, if necessary a small amount of water-soluble 

carbomer-free lubricant should be applied sparingly to the outer/lateral blades of the speculum, avoiding the tip. 

• An endocervical brush may also be used in combination with the cervical sampler at the discretion of the practitioner. 

Both sampling devices should be rinsed in the same patient vial. 

• Do not detach any sampling device heads in to the vial. 

• Do not detach any sampling device heads in to the vial. 

 

 

 


